Aloka Co., Ltd. Model SSD-4000 wioptional SONORea! 3D accessory 510(k) ko $o7 19 


MAR 2 6 2004 


510(k) Summary: Aloka Model SSD-4000 Diagnostic Ultrasound System w/ optional SONOReal 
3D system accessory. 


This summary statement complies with 21 CFR, section 807.92 as amended March 14, 1995. 


This premarket notification has been submitted by Aloka Co., Ltd. and covers the Aloka SSD-4000 
Ver. 3.1 diagnostic ultrasound system and transducers w/optional SONOReal 3D system accessory. 
The address is: 

10 Fairfield Boulevard 

Wallingford, CT 06492 

(203) 269-5088 


The contact person is: Richard J. Cehovsky, RA/QA Coordinator 


The proprietary name is the Aloka SSD-4000 diagnostic ultrasound system and transducers. The 
common name for this type of device is a diagnostic ultrasound system and transducers. 


The item in this submission is covered under the following classification: 


90 IYN Ultrasonic Pulsed Doppler Imaging System 21 CFR 892.1550 
90 ITX Diagnostic Ultrasound Transducer 21 CFR 892.1570 
90 IYO Ultrasonic Pulsed Echo Imaging System. 21 CFR 892.1560 


The above as stated in 21 CFR, part 892.1570, 1560 and 1550, has been classified as regulatory Class 
II. 

The Aloka SSD-4000 Ver. 3.1 and its transducers are substantially equivalent to its predicates; the 
Aloka SSD-4000 Ver.1.0 (K003739) and SSD-5500 —£(K992663), (K002784), (K011457), (K011315) 
& (K032875) and their transducers. 

The Aloka SSD-4000 Ver.3.1 functions in the same manner as its predicates and other diagnostic 
ultrasound devices. High frequency sound waves are transmitted into the body by a piezo-electric 
transducer. In the body, differences in the acoustic impedance of different tissues reflect a certain 
amount of the ultrasound energy back to the transducer, where it is transmitted via the probe cable to 
the system console and processed into an image. The Aloka SSD-4000 transducers can also use the 
Doppler shift of sound reflected from moving tissues (blood) to detect and display flow. 


The Aloka SSD-4000, like other Aloka marketed diagnostic ultrasound systems and transducers is 
indicated for imaging body structures to aid in the diagnosis of disease or abnormality. 


The Aloka SSD-4000 Ver.3.1 diagnostic ultrasound system and transducers are similar in 

technological characteristics to Aloka's initial predicate ultrasound system: SSD-4000 Ver.1.0 

(K003739) as well as Aloka's SSD-5500 Ver.3.1 (K992663), SSD-5500 Ver.4.2 (K002784/ 

K011457), SSD-5500 Ver. 4.2.2 (K011315) and SSD-5500 Ver. 6.0 (K032875). 

* The SSD-4000 Ver. 3.1 is indicated for the same diagnostic ultrasound applications to Aloka's 
ultrasound systems: SSD-4000 (K003739), SSD-5500- V3.1, V4.2, V4.2.2 and V6.0. 


« The SSD-4000 Ver. 3.1 has the same gray-scale and Doppler abilities to Aloka's ultrasound 
systems as mentioned above. 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONORea! 3D accessory 540(k) 


510(k) Summary: Aloka Medel SSD-4000 Diagnostic Ultrasound System w/ optional 
SONOReal 3D system. 


« The SSD-4000 Ver.3.1 uses the same technologies for imaging, Doppler functions and signal 
processing as the following products currently marketed by Aloka : SSD-4000 Ver.1.0 - 
(K003739) and SSD-5500- V3.1, V4.2 , V4.2.2 and V6.0 


e The SSD-4000 Ver. 3.1 has the same method of use as the following products currently marketed 
by Aloka: SSD-4000 Ver. 1.0 — (K003739) and SSD-5500-V3.1, V4.2, V4.2.2 and V6.0. 


e The SSD-4000 Ver. 3.1 acoustic power output levels are below the maximum levels allowed by the 
FDA. 


e The SSD-4000 Ver. 3.1 is subjected to the same Quality Assurance systems in development and 
production as other products currently marketed by Aloka such as the: SSD-4000 Ver. 1.0 - 
(K003739) and SSD-5500- V3.1,V4.2 ,V4.2.2 and V6.0. 


e The patient contact materials used in the SSD-4000 Ver. 3.1 have been evaluated for safety via the 
same standards and methods as the above mentioned products marketed by Aloka. These materials 
have been found to be safe for the intended uses. 


e. The SSD-4000 Ver. 3.1 complies with electrical and physical safety standards as other products 
currently marketed by Aloka such as the: SSD-4000 Ver.1.0 - (K003739) and SSD-5500- V3.1, 
V4.2, V4.2.2 and V6.0. 


« The SONOReal accessory (K023473) is an add on device that has met UL-2601-1, EN 60601-1- 
A1 & A2, and EN-60601-1-1 standards. The device is also CE marked to Directive 93/42/EEC per 
Annex Il, as a Class Ifa device. 


« Aloka Co., Ltd. Certifies that the SSD-4000 Ver. 3.1 complies with NEMA-UD2: 1992, AIUM 
1994 "Acoustic Output Labeling Standard for Diagnostic Ultrasound Equipment", IEC-60601-1 
(2001-09 Class A), UL 2601-1, 2™ edition (1997), Part 1, 2™ edition including Amendments 1&2 
and ISO10993-1:1997. All testing was completed and the results meet the requirements of the 
standards above. 
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Mervyn 
Food and Drug Administration 


9200 Corporate Boulevard 
Rockville MD 20850 


MAR 2 c 2004 


Aloka Co., Ltd. 

% Mr. Derwyn Reuber 

Vice President, Compliance 
Intertek Testing Services NA, Inc. 
70 Codman Hill Road 
BOXBOROUGH MA 01719 


Re: K040719 
Trade Name: SSD-4000 Diagnostic Ultrasound System (Version 3.1) with Optional 


SONOReal 3D Digital System Accessory 
Regulation Number: 21 CFR 892.1550 
Regulation Name: Ultrasonic pulsed doppler imaging system 
Regulation Number: 21 CFR 892.1560 
Regulation Name: Ultrasonic pulsed echo imaging system 
Regulation Number: 21 CFR 892.1570 
Regulation Name: Diagnostic ultrasonic transducer 
Regulatory Class: I 
Product Code: 90 IYN, IYO, and ITX 
Dated: March 17, 2004 
Received: March 19, 2004 


Dear Mr. Reuber: 


We have reviewed your Section 510(k) premarket notification of intent to market the device 
referenced above and we have determined the device is substantially equivalent (for the 
indications for use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of the 
Federal Food, Drug, and Cosmetic Act (Act). You may, therefore, market the device, subject to 
the general controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, labeling, 
and prohibitions against misbranding and adulteration. 


This determination of substantial equivalence applies to the following transducers intended for 
use with the SSD-4000 Diagnostic Ultrasound System (Version 3.1) with Optional 
SONOReal 3D Digital System Accessory, as described in your premarket notification: 


Page 2 — Mr. Reuber 


Transducer Model Number 


ASU-67 UST-1003 UST-5546 
. UST-579T-7.5 UST-2265-2 UST-5548 
UST-670P-5 UST-5268P-5 UST-5710-7.5 
UST-672-5/7.5 (C) & (L) UST-5293-5 UST-9101-7.5 
UST-676P-5 UST-5298 UST-9102-3.5 
UST-978-3.5 UST-5299 UST-9103-5 
UST-979-3.5 UST-5524-5 UST-9104-5 
UST-984-5 UST-5524-7.5 UST-9112-5 
UST-987-7.5 UST-5526L-7.5 UST-9121 
UST-990-5 UST-5531 UST-9123 
UST-995-7.5 UST-5534T-7.5 UST-9124 
ASU-1000C-3.5 UST-5536-7.5 UST-52109 
ASU-1001 UST-5542 


If your device is classified (see above) into either class Il (Special Controls) or class HI (PMA), 
it may be subject to such additional controls. Existing major regulations affecting your device 
can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA 
may publish further announcements concerning your device in the Federal Register. 


Please be advised that FDA’s issuance of a substantial equivalence determination does not mean 
that FDA has made a determination that your device complies with other requirements of the Act 
or any Federal statutes and regulations administered by other Federal agencies. You must 
comply with all the Act's requirements, including, but not limited to: registration and listing (21 
CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice requirements as set 
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic 
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050. 


This determination of substantial equivalence is granted on the condition that prior to shipping 
the first device, you submit a postclearance special report. This report should contain complete 
information, including acoustic output measurements based on production line devices, requested 
in Appendix G, (enclosed) of the Center's September 30, 1997 “Information for Manufacturers 
Seeking Marketing Clearance of Diagnostic Ultrasound Systems and Transducers.” If the special 
report is incomplete or contains unacceptable values (e.g., acoustic output greater than approved 
levels), then the 510(k) clearance may not apply to the production units which as a result may be 
considered adulterated or misbranded. 


The special report should reference the manufacturer’s 510(k) number. It should be clearly and 
prominently marked “ADD-TO-FILE” and should be submitted in duplicate to: 


Food and Drug Administration 

Center for Devices and Radiological Health 
Document Mail Center (HFZ-401) 

9200 Corporate Boulevard 

Rockville, Maryland 20850 


Page 2 — Mr. Reuber 


This letter will allow you to begin marketing your device as described in your premarket 
notification. The FDA finding of substantial equivalence of your device to a legally marketed 
predicate device results in a classification for your device and thus permits your device to 
proceed to market. 


If you desire specific advice for your device on our labeling regulation (21 CFR Part 801, please 
contact the Office of Compliance at (301) 594-4591. Additionally, for questions on the 
promotion and advertising of your device, please contact the Office of Compliance at (301) 594- 
4639. Also, please note the regulation entitled, “Misbranding by reference to premarket 
notification” (21 CFR Part 807.97). Other general information on your responsibilities under the 
Act may be obtained from the Division of Smal! Manufacturers, International and Consumer 
Assistance at its toll-free number (800) 638-2041 or at (301) 443-6597 or at its Internet address 
"http://www.fda.gov/cdrh/dsmamain.htm[". 


If you have any questions regarding the content of this letter, please contact Rodrigo C. Perez at 
(301) 594-1212. 


Sincerely yours, 


D 


pr Nancy C. Brogdon 
Director, Division of Reproductive, 
Abdominal and Radiological Devices 
Office of Device Evaluation 
Center for Devices and Radiological Health 


Enclosure(s) 


Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


4.3.1 
Diagnostic Ultrasound Indications for Use Form 
SSD-4000 Ver.3.1 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E- added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 CFR 80 9) , 
(Division Sign-Off) 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510{k) 


Diagnostic Ultrasound Indications for Use Form 
ASU-67 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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= new indication; P= previously cleared by FDA; E= added under Appendix 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF 
NEEDED) 


Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801 ) 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5791-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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Doppler | Doppler | Velocity | (specify) | (specify) 
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N= new indication; P= previously cleared by FDA; E- added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD. 
Intraoperative applications: liver, pancreas, and gall bladder. Small parts applications: breast, testes 
and thyroid. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 CFR 801409) | lh Z 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-670P-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Modes ef operation —— 


Clinical Application A Color | Amplitude Color Combimed | Other 
Doppler | Doppler Velocity i 
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N= new indication; P= previously cleared by FDA; E= added under Appendix 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/BflowPWD 


(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED) 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801,109) 
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Aloka Co., Ltd. Model SSD-4000 wíoptional SONOReal! 30 accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-672-5/7.5 (C) & (L) 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Clinical Application A Color | Amplitude Color Combined | Other 
Deppler | Doppler | Velocity | (specify) | (specify) 
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N= new indication; P= previously cleared by FDA; E= added under Appendix 
Additional Comments: Mixed mode operation includes B/M, B/PWD,B/Bflow?PWD 


Intraoperative applications: liver, pancreas and gall bladder. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 T 109) 


(Division Sign-Off) 
Division of Reproductive, Abdominal, 


and Radiological Devices  . 
510k} Number. KO04207/9 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONORea! 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-676P-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E= added under Appendix 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/P WD. 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-978-3.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 ‘UL, 
(Division Sign-Off) 


Division of Reproductive, Abdominal, 
and Radiological Devices ; 7 G 
510(kj Number KO 94 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONORea! 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-979-3.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Modes of operation 


Clinical Application A Color | Amplitude Color Combined | Oth 
Doppler | Doppler Velocity (specify) 
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N= new indication; P= previously cleared by FDA; E- added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 
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LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 2] “GY. .109) 


(Division Sign-Off) ; 
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510(k) Number UY 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-984-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 A 801.109) 
(Division Sign-Off) 


Division of Reproductive, Abdominal, 
and Radiological Devices G 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONORea/ 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-987-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E- added under Appendix 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


Intraoperative applications: include liver, pancreas and gall bladder. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Eyaluation (ODE) 
Prescription Use (Per 21 CF&01. 
(Division Sign-Off) . 
Division of Reproductive, Abdominal, 


and Radiological Devices ;/ 4 yn G 
57k) Number _ KO ADJ A 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-990-5 
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Clinical Application Eu 
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Imaging 


1 


3 


$ = 
CE 


| Transvaginal 
| Transurethral 


Musculo-skeletal 
| Conventional 
Musculo-skeletal 


N= new indication; P= previously cleared by FDA; E- added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR Oa 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-995-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/BflowPWD 


Intraoperative applications: liver, pancreas, and gall bladder. Small parts applications: breast, testes 
and thyroid. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device [^I (ODE) 


Prescription Use (Per 21 CFR 891.109 Fi 
(Division Sign-Off) un 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory &10(k) 


Diagnostic Ultrasound Indications for Use Form 
ASU-1000C-3.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication, P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 
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Aloka Co., Ltd. Mode! SSD-4000 w/optional SONORea/ 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
ASU-1001 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 CFR 801.109) 
(Division Sign-Off) 


Division of Reproductive, Abdominal, 


and Radiological Devices 
5 10(k) Nue LOLOL... 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReai 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-1003 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


“Modes of operation = 


Color | Amplitude Color Combined 
Doppler Doppler Velocity 
Imaging 


Other 


HHHH 


Intraoperative (specify) 
Intraoperative Neurological 


ESL cai Gl A I ER 


N= new indication; P= previously cleared by FDA; E= added under / Appendix E ——— E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 


a || 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


Lived 


(Division Sign-Off) 
Division of Reproductive, Abdominal, 


and Radiological Devices 4 Wa 7 
510(k) Number G7 1 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-2265-2 


Color 
Velocity 
Imaging 


ombined Oth 
specify) 


29 
3 


Small Organ (specify) 
Neonatal Cephalic 
[ Adult Cephalic 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per jg 801.109) 


(Division Sign-Off) 
Division of Reproductive, Abdominal, 


ans? Radiological Devices Á 
510i) Number COMO E — a NE 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5268P-5 
Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Color | Amplitude Color Combined | Other 
Doppler | Doppler (specify) 


LLL n n Dod ir 


s 
Li 
E 


Adult Cephalic aM 
ie 


E 
LL s 


: 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/BflowPWD 
Intraoperative applications: liver, pancreas, and gall bladder. Small parts applications: breast, testes 
and thyroid. 
LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evalygtion (ODE) 
Prescription Use (Per 21 CFR ifi 09) ff 


Pasion Sign-Off} 


"sion of Reproductive, Abdominal, 
ans Radiological Devices ^ 
5 100k) Number ..— KO ( 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5293-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Othe 


m M des of operation — | 
Clinical Application A Color | Amplitude | Color | Combin 
Doppler r i 


2 
5 


i 


See Below 


3 


N= new indication, P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 
(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED) 


Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801,109) 


M77 T 
(Division Sign-Off) 


Division of Reproductive, Abdominal, 
and Radiological Devices PP / 
510(k) Number 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONORea/ 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5298 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


uM DES d Modes of operation = 5 5 5 
Clinical Application Color | Amplitade | Color | Combined | Otker 
Doppler | Doppler | Velocity | (specify) | (specify) 
Imaging 


| Adult Cephalic 


CCEHHETEHEHREEHEES 
COC | 
CERERI 

ML 

E 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 8047109) 


M he ff 


(Division Sign-Off) 
Division of Reproductive, Abdominal, 


an Radiological Devices £0 P ) 
21 Xk) Number _ L 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5299 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use N^ CFR y^ 
(Division Sign-Off) 


Division of Reproductive, Abdominal, X 
ann Radiological Devices / 
5 1) Number _ Q l 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5524-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Color 
Doppler 


Amplitude | Color | Combined | Other | 
Doppler | Velocity | (specify) | (specify) 
maging 


Clinical Application A 


Intraoperative (specify) 


Intraoperative Neurological 
Small Organ (specify) 


Neonatal Cephalic 
Adult Cephalic 


Peripheral Vascular 


Musculo-skeletal 
Superficial 


z| pi s| sl s| s| =| s| o > 

THEE | 

THEEBEBEER E 

3 1 E 
CERRHEEHEERTEHTE 


= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


Small organ applications include breast. testes and thyroid. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 


Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 09 
(Division Sign-Off} 


Mansion of Reproductive, Abdominal}, 
anc Radiological Devices y) LZ af G 


iP Number amame sae OE nnd ea aaeeea 


39 


Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5524-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


odes of operation 

Color | Amplitude Color Combined | Other 

Doppler | Doppler Velocity ( 
mad 


Clinical Application A 


i 


i 
s 
i 
l 
i 


i 


Intraoperative (specify) 
Intraoperative Neurologica 


See Below 


| Small Organ (specify) 
| Neonatal Cephalic 
Cardiac 


nsesophageal 


Transurethral 


Intravascular 
Peripheral Vascular 
Laparoscopic 


Musculo-skeletal 


5 
f 


s zszzzzist : 
9] E 
: E 


| Musculo-skeletal 
| Superficial 


UE 
HELLO DU [LL 


HH Dn n ndn ur d 


g 
z 
9 
z 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


Small organ applications include breast. testes and thyroid. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Devi aluatjon (OD) 

Prescription Use (Per 21 CF, 

(Division Sign-Off) 

Division of Reproductive, Abdominal, 


and Radiological Devi Zur 
"m ucl de evices VAA) / 


Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5526L-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


NEN EE 


—— DT 
LERNEN EE EN IN 
memo | 111 
seemed | [TIT 


- Modes of operation. 


Celor | Amplitude 
Doppler | Doppler 


Color | Combined | Other 


i 
1 
$ 
à 


. H 
t 
i 


as 
E 


Abdominal Wa 


Small Organ (specify) 


| Neonatal Cephalic ER 


Adult Cephalic 


E 
j 
E 
2 
f 
] 
3 


d 
F 


Transesophageal 
Transrectal 
Transvaginal 
Trausurethral 
intravascular 
Peripheral Vascular 


Laparoscopic See Below 


g 
g 
g 


Musculo-skeletal 
Conventional 
Musculo-skeletal 


3 


N= new indication; P= previously cleared by FDA; E- added under Appendix E 


—  MÓGM—MQÓÀ— 


Additional Comments: Mixed mode operation includes B/M, B/PWD, B/BflowPWD 
Intraoperative applications: liver, pancreas and gall bladder 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


(Caasion Sign-Off) 


tvision of Reproductive, Abdominal, 


41 and Radiologica! Devices  / n (á 
5 OK) Number LE! dm 


Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5531 


Intended Use: Diagnostic ultrasound = or fluid flow analysis of the human body as follows: 


Modes of Lm 


ombined | Other 


æ C 


f $ i 
E 


i 


Bel 


Tu ub n 


TEHLTTRETEHEIENUIE 


Em — 1|— 


Bir oe Eo o uid ubxe-4o—el-q o tpe. e wol &el  —u—tpu A y 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


Intraoperative applications: liver, pancreas, and gail bladder. Small parts applications: breast, testes 
and thyroid. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


Pott dyer 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5534T-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


MS 


Modes of operation E 


Color | Amplitade Color 
Doppler | Doppler i 


‘ombin: Other 


ifi 
1 


w 

E 

DEIN 
BE 
2 E: 


CTTEDELE 
HERE 


d 
3 
2 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


Intraoperative applications: liver, pancreas, and gall bladder. Small parts applications: breast, testes 
and thyroid. 
LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


/ivision Sign-Off} 


Piston of Reproductive, Abdominal, 
43 oo Sadiological Devices  , MOT, "d 
oU Number 


Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5536-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Clinical Application A Color litade Color Combined | Othe 
Doppler | Doppler Velocity (s 
Imaging 


" 


3 
Š 


Inn 


Intraoperative Neurological 


i 
NESERENPZENESSUNE 
BELSEEREEERZSZEELUNME 
NREEEWEBNENNUEESLSEN 

UEU 
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= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/BflowPWD 
Intraoperative applications: liver, pancreas, and gall bladder. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


| 

E 
E 
E 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5542 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as foliows: 


»| wo | 
LINE 
e£ Ja $$ | 
$ | 
8 | 


e 


ntraoperative (specify) 


Small Organ (specify) 
Neonatal Cephalic 
Adult Cephalic 


Transvaginal 
Transurethral 
Intravascular 


Peripheral Vascular 


Musculo-skeletal 


Intraoperative Neurological 
Transesophageal 
Musculo-skeletal 
Conventional 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 
Small Organ applications: breasts, testes and thyroid 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5546 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Color | Amplitude Color Combined 
Doppler Doppler Velocity pecify) 
Imaging 


A Other : 
(specify) | 


Aa. 
£] 


Intraoperative Neurological 


Small Organ (specify) 
Adult Cephalic 


i 
| 
f 
j 
| 
j 
l 
i 
| 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/P WD 
Small parts applications: breast, testes and thyroid. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR iib 


9) 


ngon Sign-Off] 
Haasion of Reproductive, Abdominal, 


ond Radiological Devices i) MD f 


46 23 Ok) Number _ 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5548 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


A Celor | Amplitude | Color | Combined | Oth 
Deppler i i 


Doppler 
E 
goa: 
ES a 
c 
Em 
E 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


Smali parts applications: breast, testes and thyroid. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


popu 
(Division Sign-Off} iD 


Division of Reproductive, Abdominal, 


A? 0005 ge ae KOYO 2/9 


Aloka Co., Ltd. Model SSD-4000 w/optional SONORea! 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-5710-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


B EE 2 Modes of operation 
Clinical Application A Color Combined Other 
Velocity | (specify) 


Color | Amplitude 
Doppler | Doppler 


o 
f 


LLL Li 


Neonatal Cephalic 


f 
p 
g 


Intravascular 
Peripheral Vascular 
Laparoscopic 


Musculo-skeleta! 
Conventional 
Musculo-skeletal 


zzz zteEAEPLNLE 
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3 
E 
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N= new indication; P= previously cleared by FDA; E= added under Appendix 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 
Small parts applications: breast, testes and thyroid. 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 “Dd 
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coun of Reproductive, Abdominal. 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9101-7.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Medes of operation 


Color | Amplitude 
Doppler | Doppler 


Combined Other 


A 


Ü 
i| 
$ f 
EET 
BENE. 


Intraoperative (specify) 
Intraoperative Neurological 


ne 
MENE 


$ 
g 
E 


Small Organ (specify) 
Neonatal Cephalic 
Adult Cephalic 


nsesophageal 


Transurethral 


Peripheral Vascular 
Laparoscopic 
Musculo-skeleta! 


3 
i Coo ETT 
< 
A ELLELL Elf 


E 

g 

EN 

i 

i 
TTT 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


_ Dat hype 
(Division Sign-Off} l 


Pvision of Reproductive, Abdominal, 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9102-3.5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


"Modes of operation 


Clinical Application Color | Amplitude paserna Oth 
Doppler | Doppler elocity 


Erro RR 


I 


[e] 


| Intraoperative (specify) BERN 
| Intraoperative Neurological uH BN 
mee | | | 
Neonatal Cephalic o 
| Adult Cephalic o rd 


=j 


= 


| Peripheral Vascular 
Musculo-skeletal 
Conventional 
| Musculo-skeletal 
| Superficial 


N- new .. N- new indication; P= previously P- previously clear cleared | by FDA; E- ac FDA; E- added under Appendi ix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


TITEL 
mn EUN 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


(Division Sign-Off) 


Division of Reproductive, Abdominal. 


adi fotog igi i sea aaa I DUI) 0. 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9103-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


r= e Color Combined | Other 
Doppler Velocity | (specify) | (specify) 
Imaging 


JE 


[ial 


Intraoperative (specify) 


Intraoperative Neurologi 


3 


Small Organ (specify) 


Adult Cephalic 


Transvaginal 


Transurethral 


Peripheral Vascular 


JEEBEFFEEET: "EFE 
EE IEEE d IE É 
3E H3 TE : i 
È i E : | 


Conventional 


z 
a 
d 
& 
È 


Superficial 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 


Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


OE, 


(Division Sign-Off) 
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?aniok togical De eem 


51 


Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9104-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


n iE: RES Modes of operation — 
Clinical Application A 


& 
© 
Š 
T 
L3 
& 


Color Other 


1 
$ 


Color | Amplite 
ii Doppler | Doppie 


Abdominal 
Intraoperative (specify) 
Intraoperative Neurologica 


$ 
z 
$ 


Smali Organ (specify) 


| Cardiac 


Intravascular 
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N- new indication; P- previously cleared by FDA; E- added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/BflowPWD 
Intraoperative applications: liver, pancreas, and gall bladder. 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 C 01.199 


Poison Sign-Off) 
vision ror dispo EUM Abdominal 


KOLONI 
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Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9112-5 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Color ‘ombined Other 
i (specify) 


Opthalmic 


Intraoperative (specify) 


Intraoperative Neurologica 


Color | Am 


| 
EE: 
a 
3 


Smal! Organ (specify) 
Neonatal Cephalic 
Adult Cephalic 


g 
A 
H 


1 
| 
à 


g 
g 
$ 


TIBEEEEEEEE : 
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N= new indication, P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 L. .109) 


fPivision Sign-Off) ; m i 


at CSeprocuctive &dominal, 
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53 


Aloka Co., Ltd. Model SSD-4000 w/optional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9121 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Color Combined 
Velocity | (specify) 
Imaging 


Other 


g 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/P WD, B/Bflow/PWD 


LEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per 21 p .109) 


Fevision Sign-Off) 


“vision of Reproductive, Abdominal, 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9123 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


Clinical Application A Coler | Amplítade Color Combined | Other 
Doppler | Doppler Velocity (specify) | (specify) į 
Imari 


Adult Cephalic 


ak: 
3E: 
dE 


IHRER 
A i 
CHEER 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 


Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 
PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 
Prescription Use (Per 21 CFR 801.109) 


IPiviston Sign Off) 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-9124 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


olor Combined 
M = (specify) prams 


Ciinical Application 


j LI. ration 


ie] 


Amplitude 

m E 
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Es pet 
E p 
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E:] BEES 
pad feed 
i p 
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N= new indication; P= previously cleared by FDA; E= added under Appendix E 


Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 


PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED 
Concurrence of CDRH, Office of Device Evaluation (ODE) 


Prescription Use (Per p 801.109) 
ably 


(Division Sign-Off) 
Division of Reproductive, Abdominal. 
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Aloka Co., Ltd. Model SSD-4000 wioptional SONOReal 3D accessory 510(k) 


Diagnostic Ultrasound Indications for Use Form 
UST-52109 


Intended Use: Diagnostic ultrasound imaging or fluid flow analysis of the human body as follows: 


i } Modes of operation 
Clinical Application i 


Small Orgau (specify) 
Adult Cephalic 


pe 
[er 


| Peripheral Vascular 


ore 
Musculo-skeletal 
Conventional 
Muscuio-skeletal 
Superficial 


N= new indication; P= previously cleared by FDA; E= added under Appendix E 
Additional Comments: Mixed mode operation includes B/M, B/PWD, B/Bflow/PWD 
Intraoperative applications: liver, pancreas, and gall bladder. 
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Prescription Use (Per ROR 
(Division Sign-Off) 
DR rision of Reproductive, Abdominal, 
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